Oncogenic rearrangements leading to targetable gene fusions are well-established cancer driver events in lung adenocarcinoma. Accurate and reliable detection of these gene fusions is crucial to select the appropriate targeted therapy for each patient. We compared the targeted next-generation-sequencing Oncomine Focus Assay (OFA; Thermo Fisher Scientific) with conventional ALK FISH and anti-Alk immunohistochemistry in a cohort of 52 lung adenocarcinomas (10 ALK rearranged, 18 non-ALK rearranged, and 24 untested cases). We found a sensitivity and specificity of 100% for detection of ALK rearrangements using the OFA panel. In addition, targeted next generation sequencing allowed us to analyze a set of 23 driver genes in a single assay. Besides EML4-ALK (11/52 cases), we detected EZR-ROS1 (1/52 cases), KIF5B-RET (1/52 cases) and MET-MET (4/52 cases) fusions. All EML4-ALK, EZR-ROS1 and KIF5B-RET fusions were confirmed by multiplexed targeted next generation sequencing assay (Oncomine Solid Tumor Fusion Transcript Kit, Thermo Fisher Scientific). All cases with EML4-ALK rearrangement were confirmed by Alk immunohistochemistry and all but one by ALK FISH. In our experience, targeted next-generation sequencing is a reliable and timesaving tool for multiplexed detection of targetable rearrangements. Therefore, targeted next-generation sequencing represents an efficient alternative to time-consuming single target assays currently used in molecular pathology.
Targeted next-generation-sequencing for reliable detection of targetable rearrangements in lung adenocarcinoma-a single center retrospective study Nadezda 
Introduction
Since its discovery in 2007, oncogenic EML4-ALK rearrangements have been intensively studied in lung cancer biology and therapy [1] [2] [3] [4] . Meanwhile, first line Alk kinase inhibitor therapy with crizotinib is the current standard of care in ALK rearranged lung adenocarcinoma (LUAD) with increased progression-free survival compared with conventional chemotherapy [5] . Therefore, a reliable and accurate detection of such ALK rearrangements is essential for the molecular pathology workflow. Approximately 3-7% of LUADs harbor ALK rearrangements in Caucasian populations. Histological morphology of ALK rearranged LUAD is typically solid with few foci of signet ring cells [3] . Other cancer driver fusion genes in LUAD are ROS1 and RET [6] [7] [8] . The resulting chimeric proteins also are therapeutic targets [9] [10] [11] . ROS1 rearrangements are found in approximately 2% of LUADs and RET rearrangements in 1%, respectively. MET splice site mutations resulting in exon 14 skipping and activation of the c-Met pathway occur in approximately 4% of LUADs [12, 13] . Patients with these mutations were shown to respond to MET inhibition [14] . Multiplexed assays like targeted next-generation-sequencing (NGS) approaches allow the analysis of large set of genomic alterations compared with single target assays like fluorescence in-situ hybridization (FISH) and immunohistochemistry (IHC). We have previously demonstrated the feasibility and reliable application of DNA-and RNA-based targeted sequencing in a cohort of small tissue samples and cytological specimens [15] . The aim of the present study was to investigate the performance of a RNA-based targeted NGS assay for detection of targetable fusion genes and compare the results with corresponding FISH and IHC assays.
Materials and methods

Patient samples and cell lines
We tested a cohort of advanced lung adenocarcinomas (LUADs) (n = 52) in this retrospective validation study (Table 1) . Formalin-fixed paraffin-embedded (FFPE) LUAD tissue blocks were collected from our archives between 2003 and 2008. All samples were processed according to National Comprehensive Cancer Network (NCCN) and Swiss Society of Pathology (SSPath) guidelines. Tumor cell content was assessed by board-certified pathologists on a multi-headed microscope (VT, AS, BV). Only unambiguous LUAD samples with tumor cell content ≥ 60% were included in the study cohort. Among included LUAD cases, 10 samples were ALK rearranged, 18 cases were non-ALK rearranged as detected by fluorescence in-situ hybridization (FISH). The remaining 24 cases had not been tested before (Table 1) H3122 (EML4-ALK rearranged) and HCC-44 (no EML4-ALK rearrangement) were grown in RPMI 1640 medium (Thermo Fisher Scientific, Carlsbad, CA) with 10% FBS at 37°C in humidified atmosphere with 5% CO 2 to 70% confluency. The cells were harvested after rinsing with phosphate buffered saline using 0.25% trypsine (Thermo Fisher Scientific, Carlsbad, CA). Cells were washed in RPMI medium, pelleted and formalin fixated. For cell blocks, protein glycerol (Morphisto GmbH, Frankfurt) clotting followed by routine histological processing was performed.
RNA extraction
We extracted RNA from three tissue cores (diameter 0.6 mm) punched from the formalin-fixed paraffin-embedded (FFPE) tissue blocks or from FFPE sections of the cell blocks from cell lines. Normal tissue was not analyzed. Tumor tissue cylinders were deparaffinized with 1000 μl xylene and washed twice in 800 μl ethanol. After drying at 37°C the samples were digested with proteinase K at 56°C overnight. To avoid genomic DNA contamination, samples were treated with DNase1 for 15 min at room temperature (RT). RNA extraction was performed applying the Maxwell 16 LEV RNA FFPE Purification Kit (Promega). RNA was quantified with Qubit 2.0 using the RNA HS Assay Kit (Thermo Fisher Scientific). We assessed RNA quality with the Agilent 2100 Bioanalyzer (Agilent Technologies, Basel, Switzerland).
Targeted NGS
Targeted RNA-based NGS of LUADs has already been performed on a cohort of small biopsies and cytology smears at the Institute of Pathology and Molecular Pathology [15] . Targeted RNA-based NGS was conducted with the Oncomine Focus Assay (OFA) panel (Thermo Fisher Scientific, Carlsbad, CA) which is designed to detect gene fusions involving 23 fusion drivers (ABL1, ALK, AKT3, AXL, BRAF, EGFR, ERBB2, ERG, ETV1, ETV4, ETV5, FGFR1, FGFR2, FGFR3, MET, NTRK1, NTRK2, NTRK3, PDGFRA, PPARG, RAF1, RET, ROS1).
We validated the OFA results with the Oncomine Solid Tumor Fusion Transcript Kit (Thermo Fisher Scientific), another targeted NGS assay to detect relevant gene fusions (ALK, ROS1, RET, NTRK). All libraries were prepared using 10 ng of starting RNA. RNA was first reverse transcribed with the Invitrogen SuperScript VILO cDNA Synthesis Kit (Thermo Fisher Scientific). The resulting cDNA was used as input for the targeted amplification. After targeted amplification with the corresponding panel, all libraries were labeled with Ion Xpress™ Barcode Adapters (Thermo Fisher Scientific). Libraries were quantified and mixed according to manufacturer's recommendations. The Ion Hi-Q Chef Kit and the Ion Chef System were used for template preparation and enrichment. Enriched libraries were then loaded on the Ion 318 Select Chip and sequenced on the Ion PGM System (Thermo Fisher Scientific) using the Ion PGM Hi-Q Sequencing Kit (Thermo Fisher Scientific). The detection of a rearrangement in a sample was judged as true positive following the manufacturer's recommendations (Thermo Fisher Scientific). Statistics and sequencing data analysis were performed as described [15] . Visualization of detected fusion events was made using Integrative Genomics Viewer (IGV; Broad Institute, Cambridge, MA) demonstrating the alignment of sequenced reads to the reads of known fusion breakpoints and the reference human genome hg19.
Fluorescence in-situ hybridization (FISH)
For testing of ALK, ROS1, and RET rearrangements, the Abbott Molecular/Vysis LSI ALK Break Apart Rearrangement Probe (Abbott Molecular, Baar, Switzerland), ZytoLight SPEC ROS1 Dual Color Break Apart Probe (Zytovision GmbH, Bremerhaven, Germany), and ZytoLight SPEC RET Dual Break Apart Probe (Zytovision GmbH, Bremerhaven, Germany) were applied. FISH testing was performed on whole sections of LUAD specimens. For each particular case, a board certified pathologist analyzed 100 tumor nuclei. A sample was called true positive if ≥15% of tumor nuclei showed split signals according to the manufacturer's evaluation guidelines (Abbott Molecular, Des Plaines, IL). A second pathologist independently counted borderline cases.
Immunohistochemistry (IHC)
Alk and Ros1 IHC was performed on 0.6 mm tissue cylinders as previously described [16, 17] . For Alk IHC, the mouse anti-human ALK monoclonal antibody was applied (clone 5A4, Leica Biosystems). Ros1 IHC was conducted using a rabbit anti-human ROS1 monoclonal antibody (clone D4D6, Cell Signaling Technology). For c-Met IHC a monoclonal rabbit anti-human Met antibody was used (clone SP44, Spring Biosciences). All buffers, including pretreatment CC1 standard incubation buffer, secondary antibody (UltraMap anti-Rabbit HRP) and detection system Discovery ChromoMap DAB, were purchased from Roche Ventana (Tucson, AZ). Immunostainings were performed on the automated immunostainer DiscoveryUltra (Roche Ventana).
Results
RNA metrics
We examined 52 LUAD cases, of which 10 had ALK rearrangement confirmed by FISH and immunohistochemistry (Table 1) . Eighteen cases were confirmed non-ALK rearranged samples by FISH and immunohistochemistry ( Table 1 ). The remaining 24 cases had an unknown ALK status ( Table 1 ). The extracted RNA of the three FFPE tissue cores per case showed an average RNA concentration of 48 ng/μl (median 42.2 ng/μl, standard deviation ± 29.5 ng/μl, range 11.2-152 ng/μl) and a low RNA integrity number (RIN) of 1.1-2.6 (13 cases RIN not available, Table 2 ). The fragment length > 150 bp ranged from 22 to 90% (13 cases not available, Table 2 ). All RNA samples were processed using two assays, the Oncomine Focus Assay (OFA) and the Oncomine Solid Tumor Fusion Transcript Kit, respectively. For the OFA panel, the total mapped fusion panel reads ranged from 25,705-269,517 ( Table 2 ). Amplification of the 5 control genes was 
Detected gene fusions and performance of NGS based assays
EML4-ALK fusion gene variant 1 with EML4 exon 13 being fused to ALK exon 20 was found in 3/11 (27%) cases and variants 3a/b with EML4 exon 6 being fused to ALK exon 20 were detected in 8/11 (72%) cases (Table 2 ). Variant 2 with EML4 exon 20 being fused to ALK exon 20 was not detected in our cohort. Other fusion genes than EML4-ALK, EZR-ROS1, KIF5B-RET and MET-MET were not detected in our LUAD cohort. We detected one additional EML4-ALK fusion, one EZR-ROS1 fusion and a single KIF5B-RET fusion in our LUAD cohort (Fig. 1) . Another EZR-ROS1 fusion (case 49) was detected at a very low read number. However, Ros1 IHC was negative, so that the genomic event could not be confirmed on expression level. The Oncomine Solid Tumor Fusion Transcript Kit confirmed all EML4-ALK, EZR-ROS1 and KIF5B-RET events (Fig. 1) . In addition, 4 cases of MET-MET fusion, resulting in MET exon 14 skipping were detected by the OFA and confirmed by cMet overexpression (Fig. 1) . One of the MET-MET fusion genes co-occurred with an EZR-ROS1 fusion (case 49, Fig. 1 ). For determination of the sensitivity of RNA-based targeted sequencing we compared different ratios of the EML4-ALK rearranged cell line H3122 on a background of the non-EML4-ALK rearranged cell line HCC-44 (Fig. 2) . The 
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lowest detectable ratio was 0.01 with 159 gene specific reads (Table 4) .
Comparison of targeted NGS with FISH and IHC
All 10 known ALK fusions and 18 non-rearranged cases were detected by OFA and Oncomine Solid Tumor Fusion Transcript Kit assay (sensitivity 100%, specificity 100%, positive predictive value 100%, negative predictive value 100%, Table 3 ). In addition, we found one EML4-ALK rearranged case (ID 30) within the set of the 24 previously non-tested cases (Fig. 3A) . Interestingly, retrospective Alk immunohistochemistry of the same case was positive whereas ALK FISH analysis by an investigator blinded for the NGS results revealed 14% of nuclei with break-apart signals, slightly below the threshold of 15% break-apart signals required to confirm ALK rearranged LUAD. Reanalysis by an independent second pathologist confirmed the borderline nature of the case.
To confirm ROS1 rearrangement detected by OFA and the Oncomine Solid Tumor Fusion Transcript Kit assay all ROS1 positive cases were further referred to FISH and IHC. Case no. 11 was ROS1 positive when tested by FISH and IHC (Fig. 3B) . The second case (ID 49) was negative for ROS1 IHC. Unfortunately, due to lack of tissue resources, ROS1 FISH analysis could not be performed. We therefore classified this result as false positive (Table 3) . One case with KIF5B-RET fusion identified by both assays, the OFA and the Oncomine Solid Tumor Fusion Transcript Kit assay (Fig. 3C) , showed a break-apart signal in a retrospective RET FISH.
All four samples with MET exon 14 skipping stained positive with cMet IHC. In addition, we found c-Met overexpression in 27 of the remaining cases, indicating additional other mechanisms resulting in cMet overexpression. All MET(13)-MET(15) fusion cases had high numbers ( > 200) of specific MET reads and sufficient total mapped fusion panel reads.
Variation of fusion read counts
We observed gene specific read counts ranging from 76 to 38946 for all detected gene fusions. The ratio of gene specific read counts and total mapped fusion panel reads ranged from 0.0004-0.2866. Fig. 4A shows boxplots of read counts for all detected fusion genes. Sample no. 49 had low read counts of 76 for ROS1. EZR-ROS1 rearrangement was confirmed with Oncomine Solid Tumor Fusion Transcript Kit assay. However, Ros1 IHC was repeatedly negative, indicating that the low number of fusion transcripts did not result in a detectable amount of endogenous Ros1 protein with standard Ros1 IHC protocol. Fig. 4 B summarizes the ratios of gene specific reads per total aligned fusion reads.
Discussion
We studied the performance of a RNA-based targeted sequencing 
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approach versus the gold standard FISH analysis for detection of ALK fusions in a retrospective cohort of LUADs. All previously known ALK fusions could be detected by targeted NGS. In addition, we found an additional EZR-ROS1 fusion in one of the ALK non-rearranged cases and another potential EZR-ROS1 fusion in the untested cohort. We also found one additional EML4-ALK fusion in the untested cohort.
Our results are concordant with findings by other groups. Pfarr et al. also reported a sensitivity and specificity of 100% of a targeted massively parallel sequencing approach for the detection of known targetable gene fusions [18] . Paasinen-Sohns et al. compared in their study the overall performance of DNA and RNA-based OFA panels and could confirm all detected EML4-ALK, EZR-ROS1 and MET-MET fusions with IHC in their cohort [19] . Another study investigating FISH, IHC and NGS regarding EML4-ALK rearrangements found 4 tumors positive by FISH and 8 positive by IHC in a cohort of 51 LUAD patients [20] . Of these, only 3 cases were positive by both FISH and IHC [20] . Moreover, 4 of 5 IHC positive and FISH negative patient tumors could be confirmed being EML4-ALK rearranged by NGS [20] . Two of these patients with EML4-ALK rearranged tumors confirmed by NGS received crizotinib treatment with durable progression-free survival suggesting that especially for borderline cases NGS can tip the scales [20] . A further study was focused at solving discordant ALK testing results determined by IHC and FISH with NGS [21] . NGS testing revealed three ALK FISH positive Alk IHC negative cases as ALK non-rearranged [21] . Interestingly, Alk immunohistochemistry with ALK1 clone was positive in 12 ALK FISH negative cases but turned out to be false positive when Alk IHC was repeated with clone D5F3 which we also used for our study [21] .
The recommended cut-offs for FISH analyses remain controversial and might explain the false positive and negative results when comparing FISH with other assays such as NGS. Seventy four per cent of patients with advanced ALK rearranged LUAD as determined by FISH responded to first line crizotinib treatment [5] . The median progression free survival was 10.9 months [5] . False negative test results, however, make it impossible to identify patients who might benefit from targeted therapy. False positive results will exclude the patient from further molecular testings in hierarchical single target assays. In addition, false positive results lead to false hope and assignment to wrong therapeutic strategies. The ALK reads per total aligned fusion reads of our NGS positive ALK FISH negative case no. 30 match the median of all detected EML4-ALK cases (0.01) so that a low ALK read ratio reflecting a very low transcript number can be ruled out. NGS results for this particular case also fit to the observation that Alk IHC was positive. To further rule out a lack of sensitivity we performed a dilution series of ALK rearranged cell line RNA on a non-ALK rearranged RNA background. Ratios of 1, 0.1, 0.05, and 0.01 could be detected with RNAbased targeted sequencing. This means that even 1% of EML4-ALK rearranged RNA or 1% of EML4-ALK rearranged cells can be detected on a background without EML4-ALK rearrangement. This also explains the discrepancy of the case being negative according to EML4-ALK FISH evaluation criteria but positive by Alk IHC and RNA-based targeted sequencing. Case 30 could harbor a heterogeneous EML4-ALK rearrangement so that the rearrangement detection can be difficult by FISH. In addition, the ALK FISH scoring criteria could fail for heterogeneous cases aggravated by the fact that tissue sections are used where nuclei are typically clipped.
Case 49 with potential detection of EZR-ROS1 rearrangement but negative Ros1 IHC could be most likely false positive. However, since we did not perform a dilution series of RNA of a ROS1rearranged cell line and tissue for FISH testing was not available, we cannot completely solve this case. We observed RNA concentrations from 11.2 to 152 ng/μl although three cores had been taken and RNA was extracted from each core. The varying RNA amounts are most likely due to differences in the thickness of tissue blocks and cellularity. Although only LUADs with tumor content ≥ 60% were selected, some cores probably contained less cells in deeper areas of the core.
In summary, targeted NGS for fusion detection is a more robust and reliable method in detection of ALK and other targetable rearrangements compared to single target assays such as FISH. In addition, turnaround time, reproducibility and superior cost efficiency favor the use of targeted NGS compared with conventional single target assays for fusion detection. 
Conclusion
Detection of targetable fusion genes is crucial for appropriate clinical action. We experienced the RNA-based OFA panel as a reliable and accurate tool in comparison with standard single target assays like FISH and IHC. Especially borderline cases can benefit from the added value of NGS testing.
